Assessing microbial contamination in clean water dental units and compliance with disinfection protocol.
With proper maintenance, clean water dental units should provide water that contains few, if any, bacteria. In this evaluation of 24 units, all but one were found to be contaminated. Further investigation revealed a breakdown in the proper disinfection and maintenance of these clean water units. Results of the study and a disinfection protocol are provided.